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ABSTRACT 

The  fabrication  and  testing  of  a  Michelson  interferome- 
tric  pressure  gradient  fiber  optic  hydrophone  is  described. 
The  ten  meter  sensing  fibers,  wound  on  teflon  mandrels,  were 
found  to  have  individual  coil  sensitivities  of  .  64  ±  .08 
rad/Pa  in  the  frequency  range  of  125  to  560  Hz.  This  value 
was  a  factor  of  twenty  greater  than  expected  based  on  the 
elastic  properties  of  the  teflon  mandrels  and  this  discrep- 
ancy is  currently  under  investigation.  The  differential 
coil  pairs  exhibited  the  typical  dipolar  directionality 
pattern  and  the  gradient  sensitivity  was  consistent  with  the 
individual  coil  sensitivities.  A  discussion  of  gradient 
sensor  behavior  of  an  unbalanced  dipole  in  both  standing  and 
traveling  wave  fields  is  included. 
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I.  INTRODUCTION 

A.   BACKGROUND 

In  the  past  decade,  optical  fiber  technology  has 
advanced  at  a  rapid  pace,  offering  significant  advantages 
over  conventional  communications  techniques.  An  introduc- 
tion into  the  terminology,  principles,  fabrication  and 
transmission  links  follows. 

1 .   Why  Fiber  Optics? 

There  are  many  advantages  for  the  use  of  optical 
fibers  over  coaxial  cables  in  data  transmission  applica- 
tions.  Some  of  these  advantages ■ are : 


*  Immunity  From  Electromagnetic  Interference.  Fiber 
optics  can  be  used  in  regions  of  high  electric  or 
magnetic  field  strength  since  the  fibers  are  noncon- 
ducting. This  is  particularly  significant  when  data  is 
transmitted  in  the  vicinity  of  high  power  a.c.  (motors, 
power  transmission  lines)  or  r.f.  (transmitters, 
computers,  ect. )  sources. 

*  Lack  of  Sparking.  When  the  fiber  breaks,  no  sparking 
will  take  place,  thus  it  can  be  used  around  flammable 
liquids. 

*  Lack  of  Crosstalk.  Due  to  the  normal  design  of  a 
fiber,  crosstalk  between  lines  is  virtually  eliminated. 
Problems  of  "ground  loops"  are  non-existent. 
Separation  of  the  lines  by  increased  shielding  (adding 
cost,  size,  and  weight)  is  needed  to  eliminate  cros- 
stalk in  coaxial  cable. 

*  No  Requirement  for  a  Radio  Emission  License.  This  is  a 
long,  drawn  out  process  which  is  eliminated  because  the 
optical  fiber  is  nonradiating. 


The  above  advantages  are  most  significant  in  appli- 
cations which  involve  electric  and  electromagnetic  fields. 
For  underwater  applications,  the  major  advantages  are: 


*  Low  Cost.  The  glass  fibers  are  made  from  widely  avail- 
able silica-based  materials,  whereas  the  cost  of 
copper,  the  metal  constituent  of  a  coaxial  cable,  fluc- 
tuates in  the  commodities  market. 
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*  Wide  Bandwidth.  In  a  fiber,  losses  are  independent  of 
bandwidth;  in  a  coaxial  cable,  bandwidth  is  propor- 
tional to  the  size  of  the  conductors. 

*  Lower  Transmission  Losses  and  Power  Requirements.  The 
number  of  repeaters  is  reduced  in  a  long  fiber  link  as 
compared  to  a  coaxial  cable.  Similarly,  the  power 
requirements  dictated  by  amplifiers  which  are  capable 
of  driving  long  coaxial  cables  are  significantly 
greater  than  those  necessary  to  power  solid  state  light 
sources. 

*  Compatibility.  The  small  size  of  fiber  permits  direct 
compatiblity  with  miniaturized  electronics. 

*  Light  weight  and  small  size.  One  fiber  has  the 
capacity  to  transmit  as  much  information  as  hundreds  of 
twisted  pairs.  The  size  and  weight  of  the  fiber  is 
extremely  small.  This  allows  for  easy  payout  and  less 
susceptibility  to  hydrodynamic  noise  sources  such  as 
"strumming  .  Table  I  summarizes  differences  in  size 
and  weight  [Ref.  1]. 

TABLE  I 
SIZE  AND  WEIGHT  OF  CABLES 

Type  of  Cable       Overall  Diameter       Weight  in  Air 

(inches)  ( lbs/naut  mile) 

Single-armor 

coaxial  cable  1.25  6600 

Double-armor 

coaxial  cable  1.75  54,600 

Typical  optical 

fiber  cable  0.02  2.1 


There  are  some  disadvantages  to  using  an  optical 
fiber  system.  The  primary  one  is  a  lack  of  standards.  In 
order  to  adopt  standards,  technological  progress  must  slow 
and  the  community  is  hesitant  to  slow  down  the  current  rapid 
pace  of  development  and  innovation.  At  present,  the  only 
standards  are  for  fiber  dimensions.  The  biggest  problem  is 
with  connectors.  Many  companies  design  their  own  connec- 
tors, leading  to  assembly  incompatibilities.  [Ref.  2: 
pp. 2-8] 

The  idea  of  light  carrying  information  has  been 
around  for  many  years.  Increasing  interest  became  obvious 
in  1960  with  the  advent  of  the  laser.   The  laser,  operating 
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in  the  optical  frequencies  near  5xl014  Hz,  provides  a  cohe- 
rent optical  source  with  an  information  capacity  theoreti- 
cally exceeding  that  of  microwave  systems  by  a  factor  of 
105.  Figure  1.1  [Ref.  3:  p.  2]  shows  the  distribution  of 
communication  systems  over  the  electromagnetic  spectrum.  A 
number  of  experiments  were  done  to  show  the  feasibility  of 
earth-to-space  communications  with  an  optical  source.  Due 
to  the  uncertainty  and  limitations  imposed  by  the  atmos- 
phere, most  systems  were  deemed  economically  infeasible. 
However,  the  prospect  of  guiding  the  light  within  an  optical 
fiber  became  practical  when  it  was  proven  that  glass, 
without  impurities,  is  a  low  loss  one-dimensional  propaga- 
tion medium.   [Ref.  3:  pp.  1-4] 

2.   What  is  Fiber  Optics? 

Fiber  optics  is  based  on  the  principle  of  total 
internal  reflection,  which  can  be  explained  by  Snell's  Law. 
The  index  of  refraction  (n)  in  a  medium  is  given  as  n  =  c/v 
where  c  is  the  speed  of  light  in  a  vacuum  and  v  is  the  speed 
of  light  in  the  medium  (n  =  1.00029  for  air).  According  to 
Snell's  Law,  it  is  known  that  n-^cosG^  =  n2cos02  where  0^  is 
the  angle  of  incidence  and  0^  is  the  angle  of  transmission 
as  measured  with  respect  to  the  fiber  axis.  When  a  plane 
wave  strikes  an  interface  of  a  different  index  of  refrac- 
tion, n2 ,  some  of  the  energy  will  propagate  out  into  n? 
while  some  will  reflect  back  into  the  original  medium,  n^ . 
When  the  ray  strikes  the  interface  at  an  angle  greater  than 
the  critical  angle  of  incidence,  the  energy  will  be  totally 
reflected  back  into  n^ .  The  minimum  angle  0  that  supports 
total  internal  reflection  is  the  critical  angle,  sin0  = 
n2//nlc  This  totally  reflected  propagation  down  the  medium 
n-j_  is  the  basis  for  fiber  optical  transmissions.  Figure  1.2 
is  an  example  of  the  totally  reflected  ray  path.  [Ref.  3: 
p.  17] 
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Figure  1.1    Examples  of  Communication  Systems  in 
the  Electromagnetic  Spectrum. 
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Figure  1.2    Reflected  Ray  Path  at  an  Interface. 
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The  propagating  region/  n^,  is  known  as  the  core. 
The  outer  region,  n2,  is  known  as  the  cladding  and  is  gener- 
ally protected  from  the  environment  by  a  plastic  jacketing. 
Typically,  n^  =  1.48  and  n2  =  1.46  but  they  are  dependent  on 
the  manufacturer's  choice  of  materials.  The  cladding-to- 
core  index  ratio  is  a  major  factor  in  determining  the 
broading  of  the  light  pulses  traveling  through  the  fiber. 
[Ref.  4:  pp.  1-6] 

An  important  dimensionless  parameter  which  scales 
the  cladding-to-core  ratio  is  the  waveguide  V-parameter, 
also  called  the  normalized  frequency.  Note  that  for  a 
particular  fiber,  that  is,  given  n^,  n2,  and  a,  V  depends 
only  on  the  frequency  of  the  light  (i.e.  1/X).  The 
V-parameter  is  defined  by: 

V  =  2na/XQ    (n12-n22)1/2  (eqn  1.1) 

where  a  is  the  core  radius  and  \q  is  the  wavelength  of  the 
incident  light  in  a  vacuum  [Ref.  5:  p.  2-5].  The 
V-parameter  establishes  a  relationship  between  the  critical 
angle  of  the  fiber,  the  number  of  electromagnetic  modes  in 
the  fiber  and  the  modal  dispersion  (the  amount  of  dispersion 
caused  by  path  differences  or  phase  velocity  differences 
between  the  modes).  The  number  of  modes  in  a  fiber  is 
dependent  on  the  value  of  V.  If  V  is  less  than  2.405,  only 
one  mode  can  propagate.  This  is  the  condition  which  exists 
in -single  mode  fibers.  For  values  of  V  greater  than  2.405, 
there  are  numerous  propagating  modes  which  satisfy  the 
boundary  conditions  imposed  by  the  index  of  refraction 
mismatch  in  this  cylindrical  geometry;  these  fibers  are 
known  as  multimode  fibers.  Figure  1.3  [Ref.  5:  p.  2-5] 
shows  the  waveguide  V-parameter  vs.  the  propagation 
constants  and  the  phase  velocity.  Ray  theory  can  interpret 
how  these  modes  travel  down  the  fiber.   The  highest  order 
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modes  are  those  which  are  closest  to  the  critical  angle  and 
the  lowest  order  modes  travel  at  the  smallest  grazing 
angles.   [Ref.  3:  p.  35] 
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Figure  1.3    Propagation  Constant  and  Velocity  of  Various 
Modes  as  a  Function  of  the  V-Parameter. 

There  are  two  fiber  types,  step- index  and  graded- 
index.  Step- index  fibers  are  so  named  because  of  the  abrupt 
change  of  the  index  of  refraction  at  the  core-cladding 
interface  (see  Figure  1.4a).  The  higher  modes  of  this 
multimode  fiber  travel  faster  than  the  lower  order  modes 
thus  producing  a  temporal  delay  in  the  arrival  times.  These 
delays  over  long  distances  allow  pulses  to  overlap  causing 
problems  with  signal  recognition  and  so  decreases  the 
possible  bandwidth.   [Ref.  4:  pp.  4-7] 

Graded-index  fibers  minimize  the  pulse  broadening 
problem  by  continuously  decreasing  the  index  of  refraction 
of  the  core  while  moving  away  from  the  center.  A  nearly 
parabolic  profile  with  the  lower  index  near  the  cladding 
provides  the  best  results  (see  Figure  1.4b).  With  this 
design,   cladding  does  not  take   an  active  part   in  the 
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confinement  process.  Instead,  the  light  refracts  around  the 
axis  of  the  fiber  tracing  a  sinusoidal  wave  path.  The  light 
travels  faster  in  the  lower  index  region  so  arrival  time 
differences  between  axial  and  non-axial  ray  paths  are 
reduced  resulting  in  less  dispersion.  By  doping,  varying 
the  stoichiometry  by  the  adding  of  different  glasses  (GeOo), 
the  time  delay  can  be  minimized  even  further.  Because  of 
the  lower  dispersion,  the  graded- index  fiber  achieves  an 
order  of  magnitude  improvement  over  the  step- index  fiber  in 
reducing  the  pulse  broadening;  the  fiber  can  therefore 
handle  a  larger  bandwidth.   [Ref.  4:  pp.  5-8] 

Single  mode  fibers  are  designed  to  operate  at  a 
specified  wavelength.  Since  there  is  only  one  mode,  the 
fiber  is  not  troubled  by  the  mode-to-mode  velocity  depen- 
dence of  the  multimode  fiber.  However,  all  sources  of  light 
in  a  medium  have  some  spread  of  frequencies  or  wavelength 
(i.e.  spectral  width)  and  this  implies  the  longer  wave- 
lengths will  arrive  sooner  than  the  short  wavelengths  due  to 
increased  velocities.  This  difference  is  caused  by  two 
effects  known  as  waveguide  and  material  dispersion. 
Silica's  material  dispersion  has  a  minimum  value  at  a  wave- 
length of  1.27  jjmeter.  At  this  wavelength  a  third  type  of 
dispersion,  waveguide  dispersion,  becomes  important.  The 
positive  waveguide  dispersion  cancels  the  negative  material 
dispersion  at  1.33  jimeter  for  silica.  Therefore,  a  single 
mode  fiber  has  a  maximum  bandwidth  capacity  at  1.33  p.meter. 
Figure  1.4  [Ref.  6:  pp.  43,49]  compares  the  three  types  of 
optical  fibers. 

3 .   Fabrication 

Glass  does  not  have  an  actual  melting  point  but 
rather  a  "melting  temperature".  In  this  temperature  range, 
glass  becomes  a  viscous  liquid  and  can  be  drawn  to  different 
lengths  and  widths  depending  on  the  materials  used  and  the 
amount  of  tension  that  is  applied  to  pull  the  glass  apart. 
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a)  Step— index 


"i 


b)  Groded-index 


Core/ 


Cladding  j 


c)  Single  mode 

Figure  1.4   Comparison  of  Optical  Fiber  Types. 

There  are  two  basic  techniques  for  fabricating  fiber  optical 
cables.  The  direct  melt  method,  Figure  1.5  [Ref.  3:  p. 
275],  allows  multicomponent  glasses  like  sodium  birosilicate 
to  be  manufactured  at  low  temperatures,  600°  -  800°  C. 
Purified  rods  of  the  appropriate  composition  are  made  sepa- 
rately and  fed  into  two  concentric  crucibles,  one  for  the 
core  and  one  for  the  cladding.  The  core  and  cladding  are 
drawn  in  a  continuous  production  process.  Additional  feed 
rods  can  be  added  allowing  for  extremely  long  (25  km)  fiber 
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cables  to  be  produced.  The  major  problem  with  this  tech- 
nique is  keeping  the  area  around  the  crucibles  clean  so  as 
not  to  introduce  impurities  into  the  fiber.  [Ref.  3:  pp. 
273-288] 


OljdJinp  leed  rod 


Drawn  Tiber 

(to  taksup  orurai 

Figure  1.5    Direct-Melt  Method  Using 
Double  Crucible  Arrangement. 

The  fibers  produced  in  the  direct-melt  method  are 
not  high  quality  fibers.  In  order  to  manufacture  high 
performance  silica  fibers,  temperatures  of  2000°  C  are 
needed.  A  rod  ,  known  as  a  preform,  is  made  which  is  an 
exact  scaled  version  of  the  fiber  to  be  drawn.  The  preform 
is  several  millimeters  in  diameter  and  may  be  one  meter  or 
longer  in  length,  containing  the  core  and  the  cladding. 
There  are  several  different  ways  to  make  the  rod.  The 
preform  is  clamped  to  the  drawing  apparatus,  Figure  1.6 
[Ref.  3:  p.  282],  and  an  automated  process  draws  the  fiber. 
Manufacturers  allow  only  a  plus  or  minus  two  percent  change 
in  the  diameter  of  the  fiber,  and  great  care  is  taken  to 
assure  that  the  fiber  is  as  uniform  as  possible.  Multi-mode 
fibers  drawn  from  this  process  usually  have  a  125  pm  or  200 
pm  cladding  outer  diameter.  For  single  mode  fibers,  the 
most  common  fiber  cladding  outer  diameter  is  125  jim.    In 
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this  work,  however,   special  fiber  with  a  cladding  outer 
diameter  of  75  yja   was  used.   [Ref.  2] 


Precision  feed  mechanism 


Drawing  tumace 

Barf  Tiber 

Fiber  thickncvs  monitor 


Mastic  coatine  applicator 
Coated  fiber 

Takcup  drum 


Figure  1.6    Schematic  of  a  Fiber  Drawing  Apparatus. 

4.   Transmission  Links 

The  standard  fiber  cable  is  usually  only  several 
kilometers  long,  therefore  connectors  or  splices  must  be 
used  to  extend  the  length  of  the  cable.  Connectors  allow 
two  parts  of  a  cable  to  be  joined  and  taken  apart;  splices 
are  permanent  joints.  Many  different  factors  can  cause 
losses  to  occur  while  attempting  to  place  the  ends  of  two 
very  small  fibers  together.  Some  of  the  losses  are  due  to 
the  properties  of  the  fibers  and  some  are  due  to  external 
factors.  Properties  within  the  fiber  that  cause  losses  are 
modal,  numerical  aperture,  radius,  index  of  refraction,  and 
manufacturing  dissimilarities.  External  factors  which 
degrade  the  system  are  axial,  longitudinal,  and  angular 
misalignment.   [Ref.  2:  pp.  187-194] 

Care  must  be  taken  to  ensure  the  exposed  fiber  is 
not  damaged  during  linkage.  Special  devices  have  been  made 
which  allow  the  fibers  to  be  put  end  to  end  with  the  least 
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amount  of  power  loss.  The  technique  of  splicing  has  been 
refined  to  the  point  of  0.02  dB  loss  per  splice.  [Ref.  5: 
p.  3-4] 

A  coupler  allows  the  beam  emitted  from  the  laser  to 
be  split  into  two  or  more  fibers  as  indicated  in  Figure  1.7. 
While  there  are  several  coupling  techniques  available,  the 
method  explained  below  was  used  to  manufacture  the  couplers 
used  in  this  experiment. 

Two  fibers  have  the  jacketing  removed  and  are 
twisted  together,  a  portion  of  the  cladding  is  then  removed 
by  etching  and  the  fibers  are  heated.  Since  glass  stretches 
when  heated,  the  fibers  are  pulled  so  that  the  cores  are 
very  close.  The  optical  energy  that  was  confined  to  the 
core  tends  to  spread  into  the  cladding  region  where  the 
fiber  has  been  stretched.  The  result  is  a  stronger  overlap 
and  thus  a  high  coupling  ratio.  A  laser  is  put  at  one  end 
of  the  fibers  and  two  photodetectors  at  the  other  ends. 
When  the  light  in  both  detectors  is  50  percent  (3-dB  down), 
the  joint  is  fixed  or  ruggedized.  Figure  1.7  [Ref.  5:  pp. 
3-4],  is  an  example  of  a  2x2  coupler.  The  light  does  not 
travel  into  length  2  due  to  the  directionality  of  the 
coupler. 
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Photodetector 


Photocietector 
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VIEW 
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Figure  1.7    A  Tapered  Fiberoptic  Coupler 


20 


5.   Future  Work, 

In  1978,  it  was  discovered  that  super  long  wavel- 
engths in  the  2  to  5  jimeter  range  have  extremely  low  trans- 
mission losses  [Ref.  3:  pp.  273-288].  Fluorozirconates  used 
as  a  medium  for  this  region  are  expected  to  have  a  0.001  to 
0.01  dB/km  loss.  Lead  selenium  telluride  detectors  will  be 
used  in  this  near-  to  mid-infrared  region.  Problems  that 
must  be  overcome  in  order  to  work  in  this  region  are  drawing 
techniques  and  cabling.  Only  short  fiber  lengths  have  been 
produced  because  present  drawing  techniques  are  not  appli- 
cable for  the  crystalline  structure  of  the  fluorides.  Table 
II  [Ref.  7],  shows  the  present  day  and  expected  systems. 

TABLE  II 
PRESENT  AND  FUTURE  COMPONENT  VALUES 


Suoer  Long 

Conventional 

Long  Wav 

Wavelength 

Wavelength 

0.3  to  0.9  um. 

1.3  um. 

15  um. 

2-1C  ;im. 

Scurca 

CaAIA* 

InC-lP 

InCiAiP 

PbSnT* 

Detector 

SI 

Ge.  inCiAvP 

InCdAtP 

HgCdTe 

fioar  Lot* 

3-5  dt»./km. 

0.5-1.5  db./km. 

0.2-0.5  db./nm. 

ProifCtpd 
.001-. 01  dS.<  km. 

Oiiunce  (LED) 

-3  km. 

~10  km. 

>  10  km. 

>-lC0  km. 

HID) 

-10  km. 

-30  »m. 

-1C0  km. 

>  l.COO  km. 

Statu* 

Mature 

Emerging 

LsDor  »tory 

l-ieaearcH 

B.   FIBER  OPTIC  SENSORS1 

The  development  of  low-loss  optical  fibers,  near- 
infrared  semiconductor  lasers,  and  the  refinement  of  semi- 
conductor diodes  as  photodetectors  has  lead  to  the 
exploitation  of  optical  fibers  as  transduction  elements  for 
physical  measurements.  Fiber  optic  sensors  have  been 
designed  to  measure  pressure,  temperature,  electric  current, 


•This  section  from  [Ref.  8:  pp.  7-11]  and  [Refs.  9,10]. 
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acceleration,  force,  magnetic  or  electric  field  intensities, 
trace  vapor  presence,  fluid  level,  angular  and  linear  posi- 
tion and  velocity.  Over  sixty  different  types  of  sensors 
using  fiber  optics  for  transduction  have  been  designed. 
Some  advantages  of  fiber  over  conventional  transduction 
materials  are:  low  cost,  light  weight,  increased  sensi- 
tivity, reduced  complexity,  geometric  versatility  since 
fiber  sensors  can  be  configured  into  arbitrary  shapes  and 
the  ability  to  operate  without  d.c.  electrical  power  for 
preamplifiers  or  signal  conditioning  amplifiers.  This 
allows  the  design  of  an  all  fiber  system  to  exploit  compat- 
ibility with  the  optical  data  transmission. 

A  transducer  is  defined  as  a  device  that  converts  input 
energy  into  output  energy  of  another  form.  A  hydrophone  is 
a  particular  type  of  transducer  that  is  characterized  by  its 
ability  to  transform  input  acoustic  energy  in  water  to  an 
energy  form  suitable  for  transmission  and/or  information 
processing.  The  most  common  transduction  mechanism  of 
current  hydrophone  technology  is  piezoelectricity,  defined 
as  the  production  of  electric  charge  separation  by  applica- 
tion of  mechanical  stress  to  a  solid.  Fiber  optic  acoustic 
sensors  (FOAS)  rely  on  quite  different  mechanisms  of  energy 
conversion,  a  characteristic  that  converts  the  actions  of  an 
external  agency  into  output  signals.  The  first  stage  is 
preliminary  conversion,  where  the  quantity  to  be  measured 
alters  the  optical  parameters  of  the  transmission  medium. 
Although  pressure  variations  represent  the  quantity  of 
interest  for  hydrophones,  fiber  optic  sensors  are  capable  of 
measuring  a  wide  variety  of  external  perturbations. 

The  second  stage  of  a  typical  FOAS  is  the  optical  modu- 
lation system.  This  stage  transforms  the  original  modula- 
tion of  amplitude,  phase,  polarization,  or  frequency  into 
modulation  of  a  more  desirable  parameter  of  the  transmitted 
optical  wave.  Such  optical  modulation  systems  employ  a 
number  of  techniques,  including  the  following: 
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*  Amplitude  (intensity)  Modulation  is  achieved  by  fruS' 
trated  total  internal  reflection  or  variable  transmis' 
sibility; 


Polarization  Modulation  is  achieved  by  rotating  the 
>lane  of  pola: 
>iref  ringence; 


plane  of  polarization  and  by  taking  advantage  of  the 


*   Phase  Modulation  is  achieved  by  changing  the  optical 
length  of  the  detection  fiber. 


1.   Intensity  Modulation 

Fiber  optic  sensors  using  amplitude  modulation  (AM) 
of  the  sensing  beam  offer  greater  simplicity  of  design  than 
phase  modulation  (PM)  schemes  because  there  is  no  need  for 
transmodulation  prior  to  signal  processing.  Furthermore, 
most  AM  systems  can  function  with  incoherent  optical 
sources.  The  disadvantage  of  such  sensors  vis-a-vis  phase 
or  polarization  modulated  versions  is  lower  sensitivity  and 
in  some  cases  a  sensitivity  which  is  dependent  on  optical 
source  strength.  For  some  systems  in  current  use,  the  modu- 
lated optical  intensity  is  only  a  small  fraction  of  the 
total  light  throughput  making  the  systems  particulary  sensi- 
tive to  drift. 

Acoustic  oscillations  acting  on  a  sensing  fiber 
varies  losses  in  the  light  wave  intensity  with  respect  to 
those  expected  under  static  conditions.  In  general,  optical 
wave  amplitude  can  be  modulated  by: 

*  altering  waveguide  cross  sectional  area; 

*  frustrating  total  internal  reflection; 

*  controlled  coupling  of  waveguides; 

*  varying  the  absorption  coefficient; 

*  light  generation. 

Variations  of  the  first  two  of  these  methods  account  for  the 
majority  of  successful  acoustic  detectors  to  date.  The 
controlled  coupling  techniques  suffer  from  technological 
complexity  and  the  mechanical  difficulties  encountered  in 
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coupling  thin-film  (planar)  and  fiber  (cylindrical)  wave- 
guides. Variable  absorption  techniques  offer  design 
simplicity  for  temperature,  radiation  and  electric  field 
detection,  but  the  difficulty  in  identifying  materials  that 
respond  to  acoustic  perturbations  with  suitable  modulation 
of  absorption  coefficients  precludes  such  designs  from 
effective  employment  as  FOAS.  Finally,  the  principles  of 
operation  of  light-generation  sensors  are  incompatible  with 
detection  of  acoustic  excitation.  Sonoluminescence  is  only 
produced  in  sound  fields  sufficient  to  produce  cavitation 
[Ref.  11]. 

The  simplicity  and  ready  availability  of  constituent 
components  make  AM  sensors  excellent  candidates  for  low-cost 
mass  production.  For  hydrophone  applications,  however,  the 
reduced  sensitivity  and  dependence  on  light  source  power 
stability  pose  significant  obstacles.  Light  emitting 
diodes,  for  example,  show  a  strong  temperature  dependence 
which  requires  compensation  for  acceptable  sensor  operation. 
The  resulting  feedback  networks  provide  adequate  stabiliza- 
tion but  negate  the  benefits  of  simplicity  promised  by  the 
modulation  technique. 

2 .   Polarization  Modulation 

An  optical  wave  propagating  along  a  single-mode 
fiber  is  actually  a  superposition  of  two  degenerate  modes  of 
opposite  polarization  rotation.  The  wave's  polarization 
state  is  unchanged  if  the  medium  is  isotropic,  perfectly 
circular  in  cross  section,  and  not  subjected  to  mechanical 
stresses.  Ideally  the  two  modes  do  not  interact  and  remain 
in  quadrature  but  inhomogeneities  in  real  fibers  induce 
beating  and  energy  transfer  between  modes.  Consequently,  a 
real  optical  fiber  (particularly  in  the  presence  of  stresses 
that  induce  anisotropic  changes  in  refractive  indices) 
exhibits  birefringence  properties  that  can  be  used  to  modu- 
late sensing  beam  polarization.   There  is  another  method  of 
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polarization  modulation  which  involves  rotating  the  ellip- 
soid of  polarization  but  is  used  exclusively  for  electric 
and  magnetic  field  measurement. 

A  major  difference  between  polarization  devices  and 
phase  or  amplitude  devices  is  the  presence  of  polarizers  and 
analyzers.  The  effect  of  these  components  on  reducing 
photodetector  input  power  often  limits  the  sensor's  dynamic 
range.  Furthermore,  organic  film  polarizers  restrict 
ambient  temperatures  to  an  upper  limit  of  about  50°  C. 
Nonetheless,  these  FOAS  offer  reasonable  sensitivity, 
simplicity  of  construction,  reliability  and  temperature 
stability. 

3 .   Phase  Modulation 

The  most  sensitive  FOAS  to  date  are  those  that 
employ  phase  modulation  of  the  optical  wave  that  transverses 
the  medium  of  interest  (in  this  case,  the  optical  fiber). 
When  the  external  agency  interacts  with  the  waveguide,  the 
lightwave's  instantaneous  phase  angle  varies  in  proportion 
to  the  disturbance.   Modern  interf erometry  techniques  allow 

detection  of  phase  shifts  as  small  as  1  jiradian;   this 

-12 
equates  to  extremely  small  strains  on  the  order  of  10     in 

one  meter  of  fiber  when  using  near  infrared  wavelengths  (~1 
micron) . 

When  an  optical  fiber  is  exposed  to  a  mechanical 
stress,  such  as  an  acoustical  field,  its  physical  character- 
istics change  in  response.  While  minor  changes  can  occur  in 
transverse  geometric  dimensions  and  indices  of  refraction 
(photoelastic  effect),  the  most  significant  variable  is 
waveguide  physical  length  (Poisson  effect).  Since  any  of  a 
number  of  environmental  factors  (temperature,  acceleration, 
electric  or  magnetic  fields,  static  pressure,  etc.)  can  each 
impart  mechanical  stresses,  sensor  construction  must  mini- 
mize or  compensate  for  the  undesired  response  to  such 
factors.   The  variable  component  of  phase,  Ay,  is  generally 
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given  by  Equation  1.2,  where  k  is  the  wave  propagation 
constant  =  2ti/X,  L  is  the  waveguide  length,  a  is  the  core 
radius,  and  n  is  the  core's  refractive  index.  The  phase 
shift,  A\j//  is  dominated  by  changes  in  fiber  length  for 
transverse  stresses. 

Ay  =  kAL  +  L(An  dk/an  +  Aa  3n/3a)        (eqn  1.2) 

The  sensing  element  configuration  usually  consists 
of  a  length  of  fiber  wrapped  tightly  around  a  compliant 
mandrel  (i.e.  Teflon).  Pressure  may  be  applied  to  either 
the  outside  of  the  assembly  or,  in  the  case  of  hollow  cylin- 
ders, to  the  inside.  The  action  of  this  applied  pressure  is 
to  expand  or  shrink  the  mandrel  radius  and,  in  so  doing, 
change  fiber  length.  Mandrel  use  can  increase  sensitivity 
by  as  much  as  15  dB  or  more. 

Phase  modulation  (PM)  fiber  sensors  typically  fall 
into  one  of  the  following  categories: 

*  Mach-Zender  interferometers; 

*  Michelson  interferometers; 

*  Fabry-Perot  interferometers; 

*  Intermode  interferometers; 

*  Sagnac  interferometers. 

Of  these,  the  first  two  categories  show  the  most  promise  for 
hydrophone  applications.  The  Fabry-Perot  design  is  an 
excellent  tool  for  precision  length  measurements  but  is 
extremely  sensitive  to  small  deviations  from  quadrature 
alignment,  a  factor  that  limits  its  usefulness  in  situations 
where  substantial  static  drift  is  expected.  Intermode 
devices  compensate  for  static  phase  shift  quite  effectively 
but  suffer  from  poor  sensitivity  relative  to  the  single  mode 


Teflon  is  a  registered  trademark. 
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interferometers  (6-18  dB)  .  Finally,  Sagnac  interferometers 
are  designed  for  angular  velocity  and  acceleration  measure- 
ment and  have  no  known  application  as  acoustic  sensors. 

Photodetector  systems  constitute  the  final  stage  of 
the  energy  conversion  process.  Although  the  parameter 
finally  measured  is  virtually  always  optical  intensity,  many 
photodetector  systems  are  available  that  decode  other  modu- 
lation schemes.  The  resulting  sensor  output  signal  is  suit- 
able for  further  processing  and/or  electrical  transmission. 
The  inherent  compatibility  of  fiber  optic  sensors  and  fiber 
communication  channels  encourages  direct  transmission  of  the 
modulated  optical  wave  in  many  applications.  The  ability  of 
fiber  optic  sensors  to  measure  various  physical  effects, 
coupled  with  the  wide  variety  of  modulation  and  photodetec- 
tion  schemes  available,  allow  for  numerous  combinations  of 
methods  and  components  within  a  sensor.  Consequently,  the 
literature  commonly  groups  sensors  according  to  the  optical 
modulation  system  because  it  usually  determines  the  prelimi- 
nary conversion  and  photodetector  systems. 

C.   PURPOSE  OF  THIS  STUDY 

Research  at  the  Naval  Postgraduate  School  in  the  area  of 
fiber  optic  acoustic  sensors  [Refs.  12,13,14]  utilizes 
acoustically  induced  phase  modulation  for  transduction. 
Figure  1.8  [Ref.  14:  p.  16],  illustrates  the  laser  beam 
being  split  into  two  arms  of  an  interferometer  as  is  typical 
of  our  fiber  optic  pressure  gradient  hydrophones.  Both 
sensing  coils  are  exposed  to  the  acoustic  field.  The  two 
beams  are  recombined  and  allowed  to  interfere  before 
reaching  the  photodetector..  The  two -arm  design  and  high 
sensitivity  have  suggested  that  the  interf erometric  design 
be  used  as  a  gradient-type  hydrophone.  A  fiber  optic 
gradient  hydrophone  has  both  arms  exposed  to  the  acoustic 
field.  The  spatial  variation  of  the  pressure  field  at  the 
two  coil  locations  provides  the  desired  signal. 
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Figure  1.8    Interf erometric  Gradient  Hydrophone. 

Mills  and  MacDonald  used  a  Mach-Zender  interferometer 
configuration.  Figure  1.9  [Ref.  14:  p.  16],  illustrates 
that  a  number  of  splices  (between  6  and  10  depending  on  the 
system)  and  two  couplers  were  required  in  the  fabrication  of 
their  hydrophones.  The  splices  account  for  the  majority  of 
losses  in  the  system.  The  aim  of  this  project  was  to 
simplify  the  design  by  constructing  and  evaluating  a 
Michelson  interferometer  which  uses  only  three  splices  and 
one  coupler.  The  Michelson  configuration  has  the  additional 
advantages  of  being  twice  as  sensitive  for  the  same  sensor 
fiber  length  and  more  stable. 

D.   FORMAT  OF  THE  REPORT 

Chapter  II  presents  the  theoretical  basis  of  conven- 
tional gradient  hydrophones,  distinguishing  between  balanced 
and  unbalanced  pairs.  It  also  discusses  the  calibration  of 
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Figure  1.9    830  nm  Mach-Zehnder  Interferometer. 

gradient  hydrophones,  the  behavior  of  interferometric  fiber 
optic  sensors  and  the  Michelson  interferometer  in  partic- 
ular. Chapter  III  describes  the  design  of  the  Michelson 
interferometer  and  the  components  used  to  build  two  systems 
analyzed  here.  A  section  on  the  construction  of  the 
systems  and  the  instrumentation  used  to  generate  and  detect 
signals  from  the  interferometer  are  also  presented  in 
Chapter  III.  Experimental  procedures,  analysis  of  the  data 
and  evaluation  of  the  results  is  presented  in  Chapter  IV. 
Chapter  V  contains  concluding  remarks  and  recommendations 
for  future  work. 
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II.  THEORY 


A.   GRADIENT  HYDROPHONE 

In  many  underwater  scenarios  it  is  useful  to  be  able  to 
determine  the  direction  from  which  an  acoustic  signal  origi- 
nated. The  simplest  design  which  provides  some  directivity 
is  the  dipolar  pressure  gradient  hydrophone. 

A  dipolar  pressure  gradient  hydrophone  is  constructed  so 
that  the  hydrophone's  output  is  proportional  to  the  differ- 
ence between  the  pressures  at  two  different  locations  in  the 
acoustic  sound  field.  Therefore,  the  output  is  proportional 
to  the  pressure  gradient  in  the  sound  field.  The  main  char- 
acteristic and  advantage  of  a  pressure  gradient  hydrophone 
is  the  directivity  pattern  obtained  from  a  device  of  such 
compact  dimensions.  As  will  be  shown  below,  balanced  pres- 
sure gradient  hydrophones  have  dipole,  or  "figure-eight", 
directivity  patterns,  hence  they  are  bidirectional. 
Assuming  the  size  of  the  hydrophone  is  small  compared  to  the 
acoustic  wavelength,  X,  the  dipole  response  when  oriented  at 
any  angle  9  relative  to  an  incoming  plane  pressure  wave  is 
proportional  to  cos0.  Both  for  simplicity  and  since  they 
resemble  the  fiber  optic  systems  under  study,  pressure 
gradient  hydrophones  formed  by  combining  two  small,  closely 
spaced,  individual,  pressure  hydrophones  will  be  discussed. 
The  performance  of  this  hydrophone  pair  (or  doublet)  can  be 
calculated,  and  the  behavior  thus  derived  applies  to  pres- 
sure gradient  hydrophones  of  more  complicated  construction 
as  long  as  the  assumptions  of  compactness  made  in  the  deri- 
vation are  not  violated.   [Ref.  13:  pp.  17-19] 

Consider  two  small  pressure  sensors  in  an  acoustic  wave 
field.   Two  cases  will  be  analyzed,  the  pressure  gradient 
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hydrophone  response  in  a  traveling  wave  field  and  in  a 
standing  wave  field. 


Figure  2.1    Geometery  Used  in  Deriving  Sensing 
Characteristics  of  Acoustic  Dipole. 

1 .   Traveling  Wave  Field 

As  depicted  in  Figure  2.1,  in  a  traveling  wave 
field,  the  instantaneous  output  signal  from  two  hydrophones 
at  points  spaced  a  distance,  d,  apart  (where  d  is  much  less 
than  r,  the  range  to  the  given  point  source)  is  given  by 
equations  2.1  and  2.2: 


e,  =  pnM,  e^t-kr) 


0iUl 


( eqn  2.1) 


=  PnMo  eJ(ut-k(r+Ar)) 


01U2 


( eqn  2.2) 


M^  and  M2  are  the  individual  sensor  sensitivities.  For 
conventional  piezoelectric  hydrophones  the  units  of  M  are 
volts/Pa  whereas  for  a  fiber  sensor,  M  has  the  units  of 
radians  (of  phase  shift)/Pa.  co  is  the  angular  frequency,  t 
is  time  ,  k  is  the  acoustical  propagation  wave  number  equal 
to  2n/\  where  X,  is  the  acoustic  wavelength,  r  is  the  range 
to  the  source  and  Ar  is  dsinQ.  The  instantaneous  differ- 
ence in  the  two  hydrophone  signals,  Ae,  is  defined  by  equa- 
tion 2.3. 
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Ae(9,t)  =  P0(M1  -  M2e^kAr)eJ(ciit"kr)        ( eqn  2.3) 
From  the  geometry  in  Figure  2.1,  the  amplitude  of 
this  variation  can  be  written  in  the  form  of  equation  2.4: 

Ae(0)  =  P0(Ml  -  M2eJkdsin9)  (eqn  2.4) 

The  magnitude  of  A©(0)  becomes: 

|Ae(9)|  =  P0(M12+M22-2M1M2  cos(kd  sinG))1^      ( eqn  2  5) 

For  a  given  sound  field,  consider  the  variation  of 
the  difference  signal  magnitude,  Ae(0)  ,  as  the  sensor 
pair  is  rotated  in  the  field,  i.e.  as  0  is  varied.  If  the 
hydrophone  is  balanced,  M^=M2,  the  "figure-eight"  pattern 
shown  in  Figure  2.2a  is  produced  for  wavelengths  large 
compared  to  the  sensor  separation.  Note  that  the  sensi- 
tivity in  Figure  2.2a  is  a  linearly  increasing  function  of 
frequency. 

If  the  hydrophone  is  unbalanced,  M-^  ?  M2  minima  and 
maxima  will  still  occur  but  the  two  sensors  will  not  exactly 
cancel  each  other.  If  one  sensor  sensitivity  is  much 
greater  than  the  other,  the  sensor  with  the  greater  sensi- 
tivity will  completely  overpower  the  other  sensor  and  the 
output  becomes  omni  directional.  Figures  2.2b-d  provide 
three  different  sensitivity  ratios  in  a  traveling  wave  field 
with  k=27i;f/c  where  f=255  Hz  and  c=1500  m/sec,  and  d=0 .  1  m. 

2 .   Standing  Wave  Field 

The  instantaneous  acoustic  pressure  P(L,t)  at  a 
point  along  a  standing  wave  in  a  tube  of  water  is  given  by 
equation  2.6,  where  the  depth,  L,  has  been  chosen  to  be  zero 
at  the  air-water  interface  and  k  is  the  propagation  wave 
number  equal  to  2tc/A.-  Figure  2.3  depicts  two  sensors  with  a 
separation  distance,  d,  placed  in  the  tube  so  that  the  axis 
of  the  hydrophone  is  at  L. 
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Figure  2.2    Sensitivity  Ratios  in  a  Traveling  Wave  Field. 
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Figure  2.3    Standing  Wave  Geometry. 


P(L,t)  =  P0sin(kL)e^CDt 


(eqn  2.6) 


The  magnitude  of  the  difference  of  the  output  signal  between 
the  two  sensors,   Ae(L)  ,  is  then  given  by  equation  2.7. 

Ae(L)  =  P0(M1sin  k(L-d/2)  -  M2sin  k(L+d/2))    (eqn  2.7) 


(eqn  2.8) 


where  M^  and  M2  are  the  individual  sensor  sensitivities.  If 
the  hydrophone  is  then  rotated  about  its  axis,  Ae  becomes 
Equation  2.8. 

Ae(9)  =  P0(M1sin(k(L-dcos9/2)) 

-  M2sin(k(L+dcos0/2) ) ) 

As  expected,  a  "figure-eight"  pattern  will  be  produced  if 
the  hydrophone  is  balanced.  However,  if  the  hydrophone  is 
not  balanced,  the  patterns  that  occur  are  different  from 
those  that  occur  in  the  traveling  wave  case.   In  fact,  at  a 
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specific   sensitivity  ratio  and  wave   number   a   cardioid 

pattern  can  be  generated.  Figures  2.4b-d  provide  three 

different  sensitivity  ratios  as  indicated  for  a  wave  number 
of  5.54  m"1. 

B.   CALIBRATION  OF  GRADIENT  HYDROPHONES3 

Pressure  gradient  hydrophones  are  usually  calibrated  in 
terms  of  pressure  (pressure  gradient  is  rarely  used  as  a 
reference)  and,  therefore,  the  sensitivity  of  pressure 
gradient  hydrophones  is  usually  given  in  terms  of  volts/ 
micropascals  (V/jj.Pa),  specified  at  a  particular  frequency. 

The  standard  procedure  for  pressure  gradient  hydrophone 
calibration  is  by  direct  comparison  with  a  standard  pressure 
hydrophone  and  is  only  valid  if  essentially  plane  waves 
impinge  on  both  hydrophones.  Waves  in  a  free  field  are 
never  perfectly  plane.  If  a  spherically  diverging  wave  from 
a  point  source  is  used,  a  correction  factor, 
101og( 1+X  /(2nr)  ) ,  where  r,  the  distance  from  the  source, 
must  be  subtracted  from  the  measured  sensitivity  [Ref.  15]. 
This  correction  factor  decreases  as  r  increases. 

Because  of  the  difficulties  in  obtaining  free-field 
conditions,  particularly  at  low  frequencies,  a  standing-wave 
tube  was  employed  for  the  laboratory  investigations 
described  in  this  report.  Since  a  water-air  boundary  is  a 
near  zero  impedance  boundary,  essentially  complete  reflec- 
tion will  take  place  at  the  top  of  the  tube.  A  standing- 
wave  field  then  can  be  established  and  equations  2.9,  2.10 
and  2.11  hold  in  the  ideal  case. 

If  the  pressure  is  measured  at  a  point  a  distance  L  from 
the  water-air  surface,  equations  2.9  and  2.10  can  be  used  to 
compute  the  pressure  at  any  other  point.  As  stated  earlier, 
the  hydrophones  are  assumed  to  have  a  negligible  effect  on 


3This  section  from  Mills  [Ref.  13:  pp.  27-29] 
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Figure   2.4        Sensitivity   Ratios    in   a   Standing  Wave    Field, 
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the  standing  wave  pattern.  If  the  tube  is  operated  below 
cutoff  for  non-axial  modes,  then  the  pressure  variations 
normal  to  the  tube  axis  can  be  neglected. 

p  =  pQsin(kL)  (eqn  2.9) 


u  =  (p0/pc)cos(kL)  (eqn  2.10) 


p/u  =  pc  tan(kL)  (eqn  2.11) 

A  more  detailed  explanation  of  sensitivity  can  be  found 
in  Bobber  [Ref.  15].  In  this  experiment,  sensitivities  of 
single  coil  fiber  optic  acoustic  hydrophones  are  defined  in 
terms  of  radians/Pa.  Sensitivities  of  gradient  (dual  coil) 
hydrophones  are  defined  in  terms  of  optical  phase  shifts 
induced  by  acoustic  pressures  and  are  expressed  in 
radians/Pa  at  a  specified  frequency.  The  procedures  used  to 
obtain  fiber  optic  hydrophone  sensitivites  (single  and  dual 
coil  designs)  are  discussed  in  Chapter  IV.  A  thorough  pres- 
entation on  fiber  optic  acoustic  sensitivity  is  given  by 
Davis,  Carome,  et  al.,  [Ref.  5:  pp.  4-1-13]. 

C.   INTERFEROMETRY 

As  stated  in  Chapter  1  (B,3),  the  lightwave  in  the  fiber 
may  experience  a  phase  shift  due  to  a  number  of  factors. 
Changes  in  fiber  length  and  refractive  index  dominate  as 
shown  in  equation  1.2. 

1 .   Electric  Field  Vector 

As  stated  in  Self  [Ref.  8:  pp.  11-12],  the  optical 
wave's  electric  field  vector  will  experience  time  harmonic 
variation  under  the  influence  of  an  acoustic  signal  as  given 
by  equation  2.12. 
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Es(t)  =  E0e^®Ot+Asin^at))  ( eqn  2.12) 

where  A  is  the  amplitude  of  the  acoustically  induced  phase 
shift,  cdq  is  the  light  source  angular  frequency  (assuming  a 
coherent  laser  source),  and  coa  is  the  acoustic  field 
angular  frequency.  Interferometry  is  typically  used  to 
detect  this  phase  modulation  because  photodetector  response 
to  such  high  frequencies  is  inadequate.  This  technique 
converts  high  frequency  phase  modulation  into  a  lower 
frequency  intensity  modulation,  thereby  facilitating  use  of 
the  photodetector  for  detection.  The  principle  of  operation 
involves  mixing  the  two  coherent  sensing  beams  to  form  a 
time-varying  interference  pattern.  Homodyne  interferometers 
use  an  optical  frequency  that  is  identical  in  both  arms, 
whereas  heterodyne  versions  mix  two  or  more  optical  frequen- 
cies. If  homodyne  techniques  are  considered  for  clarity  of 
discussion,  the  electric  field  vector  in  one  arm  of  the 
interferometer  can  be  chosen  as  the  reference  electric  field 
vector  present  at  the  mixer  (coupler)  given  by  equation 
2.13,  where  \j/q  represents  a  static  phase,  difference  attrib- 
uted to  non-acoustic  causes  such  as  optical  path  length 
differences,  thermal  expansion,  etc. 

Er(t)  =  Ere^coOt+Vo)  (eqn  2.13) 

The  electric  field  vector  incident  on  the  photodetector,  E  , 
is  the  sum  of  the  fields  in  the  two  beams  as  shown  in 
Equation  2 . 14. 

Ep(t)  =  Es(t)  +  Er(t)  (eqn  2.14) 

Initially  in  what  follows,  it  is  assumed  that  the 
two  beams  have  the  same  direction  of  polarization.  Due  to 
twists  and  birefringence  in  the  fiber,  the  Es(t)  electric 
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field  vector  may  not  be  co-linearly  polarized  relative  to 
that  of  Er(t)/  and  only  Escos0  can  interfere  optically  with 
the  reference  arm  electric  field  vector,  Er(t).  Here  0  is 
the  angle  between  the  two  directions  of  polarization.  The 
ratio  E_cos0/E_  then  determines  the  modulation  depth  or 
fringe  visibility.  Figure  2.5  illustrates  this  polarization 
effect  and  Figure  2.6  presents  actual  data  showing  polariza- 
tion drift. 


Er(0 


Figure  2.5    Polarization  Effect. 

Photodetectors  produce  an  output  current,  i(t),  that 
is  proportional  to  the  incident  light  wave  intensity,  I(t). 
Electromagnetic  wave  intensity  is,  in  turn,  proportional  to 
the  magnitude  of  the  squared  electric  field  vector. 
Following  Carome  and  Satyshur  [Ref.  16]  and  ignoring  all 
terms  of  optical  frequency,  we  obtain  the  following  expan- 
sion for  I ( t) : 


I(t)  a  Es2  +  Er2  ♦  2ES-  Er  cosy0JQ(kx) 


oo 


+  2ES-  Ercosv|/0  £  J2n(kx)cos(2n(coat)) 

n=l 

03 

♦  2ES-  Ersimj/0  y  J2m+1(kx)sin(  (2m+l)coat) 


m=o 


(eqn  2 . 15) 
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where  the  dot  products  account  for  the  different  polariza- 
tions, x  is  the  amplitude  of  waveguide  length  optical  varia- 
tions, and  Jn  is  a  Bessel  function  of  order  n.  The 
modulation  depth  or  fringe  visibility  is  determined  by  the 
ratio  of  the  static  terms  to  the  time  varying  terms  above. 
Substituting  the  phase  modulation,  Avy  for  kx,  the  photode- 
tector  response  (current,  i(t))  to  this  intensity  modulated 
optical  wave  is  given  by: 

i(t)  =  iocos\j/0^J0(Ay) 

+  2    Y  J2n(A\j/)cos(2n(G)at)  )]  (eqn  2.16) 

n=l 

-00  - 

-  iQ  sinvj/0l2  V  J2m+i  ( Ay  )  sin(  (2m+l)  coatl 
1  m=o  J 

This   final   expression   reveals   that   the   sensor's   low 

frequency  output  current  is  a  series  of  weighted  harmonics 

of  the  sensed  acoustic  frequency.   The  weighting  factor  for 
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each  term  is  a  function  of  the  acoustic  pressure  (via  the 
A\jf  parameter)  that  varies  as  the  Bessel  function  of  corre- 
sponding order.  The  relative  magnitude  of  the  Bessel  func- 
tions are  dependent  on  v^q,  a  non- acoustic  phase  difference. 
A  plot  of  maximum  photodetector  response  as  a  function  of 
acoustically  induced  phase  shift  is  presented  in  Figure  2.7 
[Ref.  13:  p.  87].  Most  current  interferometric  type  sensors 
operate  on  the  approximately  linear  region  of  the  curve  for 
the  fundamental,  that  is  the  J-^  term  in  equation  2.16  for 
simplicity,  thereby  necessitating  an  upper  limit  on  acousti- 
cally induced  phase  shifts  of  approximately  one  radian. 
[Ref.  8:  pp.  12-13] 
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Figure  2.7    Photodiode  Bessel  Function  Response. 

It  is  noted  that  not  only  does  the  sensing  electric 
field  vector  change  relative  to  the  reference  electric  field 
vector  because  of  twisting  and  birefringence  (modulation 
depth),   but  that  the  sum  of  these  two  vectors,   E  (t), 
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changes  with  acoustic  pressure,  temperature,  etc.  (modula- 
tion rate) .  Note  that  for  a  given  acoustic  phase  modulation 
Avj/  <<  71  the  maximum  photodetector  response  occurs  when  \|/q  = 
7t/2  as  shown  in  Figure  2.8a.  When  \|/q  =  k  or  0  as  shown  in 
Figure  2.8b,  the  same  acoustic  modulation,  A\y/  leads  to  a 
photodetector  current  modulation  of  smaller  amplitude  at 
twice  the  acoustic  frequency.  For  large  acoustic  phase 
modulation,  A\y  >>  K,  as  shown  in  Figure  2.8c,  the  photode- 
tector current  can  have  several  frequency  components  which 
are  harmonically  related  to  the  acoustic  frequency.  This 
explains  the  results  shown  in  Figure  2.7.  Needless  to  say, 
with  polarization  effects  and  acoustic  and  non-acoustic 
phase  differences  all  occurring  at  the  same  time,  demodula- 
tion is  not  easy. 

2 .   Michelson  Interferometer 

An  all-fiber  Michelson  interferometer  is  shown  in 
Figure  2.9.  The  coherent  light  from  the  laser  is  split  by 
the  3-dB  coupler  sending  50  percent  of  the  light  down  each 
of  the  two  sensor  arms.  Due  to  the  nature  of  single  mode 
transmission,  the  light  hits  the  boundary  surface  (cleaved 
end)  at  0  =  0°.  As  stated  in  [Ref.  17],  the  incident  plane 
becomes  undefined  and  any  distinction  between  the  parallel 
and  perpendicular  components  of  reflectance  and  transmit- 
tance  vanish  so  that: 

n  2 


R  = 


(ncore  "  ncladding> 


(eqn  2.17) 


<ncore  *  ncladding>_ 
For  the  Michelson  interferometers  built,  this  would 
suggest  a  3.5  percent  (-29  dB)  reflectance  of  the  lightwave 
back  down  the  fiber.  At  the  3-dB  coupler,  the  light  is 
recombined  with  50  percent  of  the  light  of  sensor  arm  1  and 
50  percent  of  the  light  of  sensor  arm  2  returning  to  the 
laser  and  going  to  the  photodetector.  This  path  provides 
the  light  with  two  times  the  acoustic  interaction  length  as 
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Figure  2.8    Electric  Field  Vector  Summary. 
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Figure  2.9    All-Fiber  Michelson  Interferometer. 

compared  with  a  Mach-Zehnder  interferometer.  This  occurs 
because  the  light  traverses  the  distance  affected  by  pres- 
sure twice.  Therefore,  the  phase  accumulation  will  be 
doubled  and  the  Michelson  interferometer  should  be  twice  as 
sensitive  as  a  Mach-Zehnder  with  the  same  sensing  coil 
length. 
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III.  EXPERIMENTAL  APPARATUS 

A.   MICHELSON. INTERFEROMETER  DESIGN  AND  CONSTRUCTION 

As  shown  in  Figure  3.1,  an  optical  fiber  Michelson 
interferometer  consists  of  a  laser  source,  3-dB  coupler, 
fiber,  and  a  photodetector .  A  brief  description  of  the 
overall  system  will  be  presented  with  a  detailed  description 
of  each  individual  part  to  follow. 
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Figure  3.1    Optical  Fiber  Michelson  Interferometer. 

All  of  the  fiber  used  in  the  interferometer  was  of  the 
same  particular  single  mode  type  manufactured  by  Corning. 
The  3-dB  coupler  was  assembled  by  Aster,  Inc.  with  ten  meter 
long  output  leads  on  one  side  and  two  meter  leads  on  the 
other  side.  With  reference  to  Figure  3.1,  the  coherent 
laser  source,  pigtailed  with  the  same  type  of  Corning  fiber, 
was  spliced  to  one  end,  (1),  of  the  15  meter,  three  fiber 
cable  with  the  other  end  of  (1)  spliced  to  one  of  the  two 
meter  coupler  leads.  Since  the  two  fibers  that  were  spliced 
were  of  the  same  type,  fusing  was  not  difficult.  The  two 
ten  meter  leads  were  wrapped  around  individual  Teflon 
mandrels.   Another  fiber  in  the  three  fiber  cable  (2)  was 
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spliced  to  the  remaining  two  meter  input  lead.   At  the  other 
end  of  (2),  a  photodetector  was  attached. 

Coherent  light  from  the  laser  is  split  at  the  3-dB 
coupler  and  sent  to  the  two  fiber  coils.  The  light  travels 
to  the  partially  reflecting  ends  and  is  reflected  back 
toward  the  coupler.  The  light  is  recombined  in  the  coupler 
and  half  of  it  goes  to  the  photodetector  and  half  to  the 
laser.  The  interferometer  converts  phase  modulation  to 
intensity  modulation  which  occurs  when  the  recombined  light 
interfers . 

B.   INTERFEROMETER  COMPONENTS 

1.  Fiber 

The  optical  fiber  used  for  the  two  sensors  was 
developmental  optical  fiber  from  Corning.  It  had  a  cladding 
outer  diameter  of  75  microns  and  the  coating  was  UV  cured 
acrylate.   The  fiber  had  a  3.2  dB/km  loss. 

2 .  Laser  Source 

The  laser  used  for  both  systems  was  manufactured  by 
M/A-COM  Laser  Diode  Inc.,  specifically  a  LDT-358  from  lot 
number  C-146  #11.  The  device  produced  a  coherent  light  of 
wavelength  847.1  run.  The  laser  power  vs  source  current  is 
shown  in  Figure  3.2.  The  extrapolated  threshold  current  is 
38.2  milliamps.  The  laser  current  was  maintained  at  42.0 
milliamps  in  the  experiments  described  herein.  Power  for 
the  laser  was  provided  by  a  12  volt,  18  amp-hr,  gel  cell 
battery  through  a  current  regulating  circuit.  This  circuit 
provided  a  constant  current  to  the  laser  as  described  by 
Mills,  [Ref.  13:  pp. 44-47]. 

3 .  Polarization  Controller 

A  polarization  controller,  mounted  at  the  output 
(pigtail)  of  the  laser,  as  described  by  Lefevre  [Ref.  18] 
was  used  in  this  experiment.  It  consists  of  two  circular 
disks  around  which  the  fiber  is  wound.  By  bending  the  fiber 
around  the  small  disks,   stress  birefringence  was  induced. 
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Figure  3.2    Laser  Power  vs.  Source  Current 
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Using  this  device  it  was  possible  to  adjust  the  polarization 
of  the  light  entering  the  interferometer  thereby  allowing 
optimization  of  the  fringe  visability.  This  device  is 
equivalent  to  quarter  wave  plates  of  classical  optics. 

4.  3-dB  Coupler 

The  2x2  single  mode  couplers  were  made  to  specifica- 
tions by  Aster,  Inc.  with  two  meter  input  leads  and  10  meter 
output  or  sensing  coil  leads,  thus  allowing  assembly  of  the 
entire  sensor  and  cable  with  only  three  splices.  It  is 
possible  to  have  only  one  splice  (from  the  laser  pigtail  on 
to  one  of  the  two  meter  leads)  but  the  15  meter,  three  fiber 
cable  was  added  to  allow  for  tank  testing. 

5.  Cable 

The  "B"  series  fiberoptic  cable  was  manufactured  by 
Optical  Cable  Corporation  and  had  an  outer  diameter  of  0.7 
cm.  Besides  three  fibers,  two  strength  members  and  rein- 
forcing kevlar  are  used  in  the  cable.  The  fibers  had  an 
additional  loose  fitting  plastic  jacket  covered  by  an  outer 
polyethelene  case. 

6.  Teflon  Mandrels 

The  10  meter  long  output  leads  from  the  3-dB  coupler 
were  wound  around  two  Teflon  mandrels.  Each  mandrel  has  an 
outer  diameter  of  4.1  cm  and  the  bulk  modulus  of  Teflon 

g 

(polytetraf luoroethylene )  is  2.78x10  Pa  according  to  Hughes 
and  Jarzynski  [Ref.  19]. 

7 .  Partially  Reflecting  Ends 

The  partially  reflecting  ends  of  the  fiber  quite 
simply  are  cleaved  ends  encased  in  a  plastic  "bubble"  which 
was  fabricated  from  a  short  length  ("s-  1  cm)  of  Teflon 
"spaghetti"  (1.0  mm  O.D.).  In  order  for  the  light  to 
reflect,  a  large  difference  in  the  index  of  refraction  is 
needed.  Leaving  the  ends  exposed,  the  index  mismatch 
between  the  fiber  and  water  would  be  quite  small.  Keeping 
the  ends  in  air  provides  a  sufficient  index  of  refraction 
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mismatch  to  reflect  the  needed  light.   Figure  3.3  is  a  sche' 
matic  of  a  bubbled  end. 

UV  Cured  Adhesive 


Fiber  with 
Jacket 


Cleaved 
End 


Plastic  Tubing 

Figure   3.3        Cleaved   End   of   a   Ten  Meter   Lead. 

8.  Power  Meter 

The  power  meter  used  to  detect  the  optical  output  of 
the  fiber  during  construction  of  the  sensors  was  a  Coherent 
Model  212.  It  has  full  scale  ranges  of  0.1  microwatts  to  10 
milliwatts.  The  power  meter  provided  an  analog  measure  of 
the  modulation  depth  (fringe  visibility)  of  the  signal 
during  construction.  However,  the  meter  had  a  poor  high 
frequency  response  and  could  not  be  used  for  data  acquisi- 
tion at  acoustic  frequencies. 

9 .  Phot ode tec tor 

The  photodetector  used  for  acoustic  data  acquisition 
was  a  Clairex  type  CLD-41.  It  is  an  all  silicon  PN  planar 
diode  with  fast  response,  high  linearity  and  low  dark 
current.   The  electrical  specifications  are: 


Active  Area: 
Short  Circuit  Current: 
Open  Circuit  Voltage: 
Dark  Current: 
Junction  Capacitance: 
Rise  or  Fall  Time: 
Temperature  Coefficient 
Peak  Spectral  Response: 


1.3  x  1.3  millimeters 

min  6  to  max  12  microamps 

0.40  volts  typical 

1  nanoamp 

200  picofarads 

5  microseconds 

+ . 2%/degree  typical 

0.91  micrometers 
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C.   CONSTRUCTION  OF  MICHELSON  INTERFEROMETER 

Initially  the  laser  and  one  of  the  two  meter  input  leads 
of  the  coupler  were  spliced  to  opposite  ends  of  one  of  the 
fibers  in  the  15m  cable.  The  remaining  two  meter  input  lead 
was  cleaved  and  attached  to  the  photodetector  so  the  system, 
could  be  monitored  during  winding.  The  "T-bar"  shown  in 
Figure  3.4  was  built  to  house  the  coupler  and  to  hold  the 
mandrels.  The  coupler  was  laid  in  place  and  secured  with 
window  caulking.  Long  plastic  tubing  was  put  around  the 
fiber  as  it  came  out  of  the  coupler.  This  was  to  protect 
the  delicate  fiber  as  it  transitioned  from  the  shaft  to  the 
mandrels.  Referring  to  Figure  3.4,  an  extra  piece  of  Teflon 
was  added  to  guide  the  fiber  from  the  shaft  to  the  mandrel. 
Next,  the  two  10  meter  fibers  were  cleaved  and  measured. 

When  building  the  first  system,  the  modulation  depth  was 
quite  large  (>50%)  from  the  beginning  of  construction.  The 
fiber  lengths  only  differed  by  1.23  cm.  When  the  second 
system  was  begun,  the  modulation  depth  was  small  (<3%). 
However,  upon  measurement  of  the  fiber  lengths,  it  was  noted 
that  they  differed  by  10.5  cm.  Upon  cutting  them  to  within 
0.95  cm,  the  modulation  depth  again  rose  to  above  50%.  This 
effect  is  due  to  the  short  spatial  coherence  length  of  the 
diode  laser. 

The  bubble  covers  for  the  partially  reflecting  ends  were 
placed  on  the  fibers  and  held  in  place  with  ultraviolet  (UV) 
curing  glue.  The  fibers  were  wound  onto  temporary  mandrels 
beginning  at  the  bubbled  end  and  winding  up  to  the  T-bar. 
The  temporary  mandrel  was  then  set  into  a  device  that 
allowed  for  precision  winding  onto  the  permanent  mandrels. 
Each  layer  consisted  of  approximately  83  turns  with  about  2 
1/4  layers  needed  for  the  10  meters  of  fiber.   Each  layer 


Frost  King  Fingertip  Caulk,  Thermwell  Products  Co., 
Inc. 

UV  Curing  Optical  Adhesive,  Norland  Products,  Inc. 
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Figure  3.4    T-bar  opened  to  reveal  coupler. 

was  glued  in  place  with  a  small  amount  of  UV  curing  glue. 
When  the  bubbled  end  was  on  the  Teflon  mandrel,  it  was  also 
glued  into  place.  As  the  winding  progressed,  the  modula- 
tion depth  decreased  as  did  the  light  output.  However, 
checking  the  system  the  next  day,  the  light  output  was  still 
down  some  but  not  as  much  as  immediately  after  winding.  The 
modulation  depth  had  returned  to  over  50%;  as  if  the  fibers 
had  "relaxed"  from  the  twisting  of  construction.  After  the 
UV  glue  had  cured  ,  the  hydrophone  was  dipped  in  Plasti-Dip 
to  protect  the  fibers. 


Plasti-Dip  is  a  registered  trademark  of  a  product 
normally  used  to  insulate  the  handles  of  small  hand  tools, 
pliers,  etc. 
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The  second  system  was  built  in  the  same  manner  with  the 
exception  of  the  winding  procedure.  The  second  T-bar  was 
inadvertently  built  without  the  capability  of  holding  the 
winding  mechanism.  For  this  reason,  the  fibers  were  wound 
by  hand  directly  onto  the  Teflon  mandrels.  This  second 
hydrophone  was  not  dipped  in  Plasti-Dip. 

D .   I NSTRUMENTAT I ON 

1 .   Signal  Generation 

In  an  earlier  study  [Ref.  14:  pp. 28-29],  an  acoustic 
calibrator  was  designed  to  test  a  gradient  hydrophone  with 
sensor  coils  ten  centimeters  apart.  The  same  calibrator 
was  used  in  this  experiment.  The  calibrator  was  operated  at 
two  resonant  frequencies,  255  Hz  and  558  Hz.  At  each  reso- 
nance, the  spacing  of  the  various  pressure  maxima  and  minima 
were  measured  and  used  to  compute  the  sound  speed  in  the 
calibrator  for  each  frequency  directly  from  the  product  of 
the  measured  frequency  and  wavelength.  Table  III  provides 
the  sound  speeds  at  specific  frequencies  with  a  water  depth 
of  39.2  cm  in  the  calibrator. 

TABLE  III 
SPEED  OF  SOUND  IN  'SLOW  WAVE*  CALIBRATOR 

Frequency (Hz )        Speed  of  Sound(m/sec) 
255  289 

558  250 

The  standing  wave  pressure  field  within  the  cali- 
brator was  examined  using  a  standard  LC-10  hydrophone. 
Figure  3.5  shows  the  standing  wave  acoustic  field  at  the  two 
resonant  frequencies  and  a  non-resonant  freqency  of  125  Hz. 

A  rotation  mechanism  using  a  potentiometer  encoder 
was  used  to  rotate  the  mandrel  pair  about  a  horizontal  axis. 
The  potentiometer  provided  a  0  ohm  (0°)  to  10,000  ohm  (360°) 
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Figure  3.5    Standing  Wave  Acoustic  Field  vs.  Depth. 
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angular  readout  which  varied  linearly  with  angular  position. 
A  Hewlett-Packard  model  3478A  digital  multimeter  was  used  to 
monitor  the  potentiometer  and  the  hydrophone  orientation. 
The  calibrator  tube  was  mounted  on  the  face  of  a  USRD  J— 11 
acoustic  projector  [Ref.  20].  The  projector's  operating 
range  is  from  20  Hertz  to  12  kHz  with  the  maximum  power 
above  100  Hz  being  200  watts.  A  sinusoidal  voltage  was 
produced  by  a  Hewlett-Packard  model  3325  synthesizer/ 
function  generator  and  amplified  by  a  Kikusui  model 
POW35-1A  bipolar  power  amplifier  to  drive  the  J- 11 
projector.  The  synthesizer/function  generator  has  a 
frequency  range  from  1  ji  Hertz  to  21  MHertz  for  a  sine  wave- 
form and  an  output  amplitude  from  0  mvolts  to  10  volts  peak- 
to-peak.  The  amplifier  can  supply  power  from  -35  volts  to 
+  35  volts  continuously  at  1  amp.  It  acts  as  an  impedance 
match  between  the  synthesizer/function  generator  and  the 
J- 11  and  its  gain  was  adjusted  so  the  LED  amplitude  read-out 
of  the  HP  3325A  would  correspond  to  the  rms  voltage  applied 
to  the  J- 11.   Figure  3.6  shows  the  electronic  block  diagram. 


Function 

Gen e  re  tor 


Amplifier 


potentiometer^ 

sensor~* 


calibrator 


Figure  3.6    Electronic  Block  Diagram. 
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2 .   Detection 

Detection  of  the  optical  signal  depended  upon 
zeroing  the  Bessel  function,  J^,  as  discussed  in  Chapter 
2(C).  An  LC-10  hydrophone,  serial  number  C-261,  manufac- 
tured by  Celesco,  Inc.,  was  used  as  the  standard  hydrophone 
for  sensitivity  determination  of  the  fiber  optic  systems. 
The  average  low  frequency  free  field  sensitivity  was  given 
by  the  manufacturer  to  be  -205.8  dB  re  1  volt/micropascal . 
A  Kikisui  model  COS-5060  oscilloscope  was  used  to  monitor 
the  signal  from  the  LC-10  hydrophone  and  the  photodetector 
output  of  the  optical  fiber  hydrophones.  It  is  a  dual 
channel  60  megaHz  instrument  with  a  calibrated  vertical 
deflection  from  1  mvolts  to  5  volts  per  division  and  a  hori- 
zontal calibrated  sweep  of  50  nsec  to  0.5  seconds  per  divi- 
sion. The  Hewlett-Packard  model  3582A  spectrum  analyzer  has 
a  CRT  which  can  display  the  rms  amplitude- of  the  fundamental 
and  harmonic  frequencies  generated  by  the  interferometer. 
By  varying  the  amplitude  of  the  synthesizer/function  gener- 
ator it  is  possible  to  visually  determine  the  acoustic 
amplitude  necessary  to  reduce  to  zero  the  photodetector 
output  at  the  frequency  of  the  acoustic  signal  i.e.,  to 
generate  a  phase  shift  of  3.83  radians  which  zeroes  the  JN 
Bessel  function  amplitude  in  equation  2.16 
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IV.  EXPERIMENTAL  PROCEDURE  AND  ANALYSIS 

The  first  system  built,  the  dipped  hydrophone,  was 
tested  to  confirm  proper  interferometric  properties.  The 
second  system,  the  undipped  hydrophone,  was  built  and  tested 
upon  completion  of  all  testing  of  the  dipped  hydrophone. 
Thus,  the  order  of  experiments  and  techniques  used  on  the 
second  hydrophone  benefitted  from  the  knowledge  gained  from 
building  the  first  hydrophone.  The  results  for  both  hydro- 
phones are  given  below. 

A.   DIPPED  HYDROPHONE 

The  gradient  sensor,  with  coils  spaced  10  cm  apart,  was 
placed  in  the  acoustic  calibrator  at  specific  depths  for 
specific  frequencies. 

1 .   Experimental  Procedure  at  255  Hz 

Referring  to  Figure  3.5,  the  extended  region  of 
constant  gradient  at  255  Hz  provided  an  excellent  region  in 
which  to  place  the  hydrophone.  With  an  approximate  constant 
gradient  from  3  cm  to  17  cm,  the  10  cm  hydrophone  was  easily 
accommodated.  The  sensor  axis  and  LC-10  acoustic  center 
were  placed  at  a  depth  of  10  cm.  Setting  the  synthesizer 
frequency  to  255  Hz,  the  drive  voltage  to  the  acoustic  cali- 
brator was  increased  until  the  fundamental  frequency  reached 
its  minimum  value.  This  was  determined  by  visually  moni- 
toring the  HP-3582A  spectrum  analyser.   The  voltage  of  the 

LC-10,  ^LC-10'  anc*  t*ie  J"ll  drive  voltage,  Vj-H/  were 
recorded.  The  sensor  was  rotated  10°  and  the  procedure  was 
repeated  until  the  hydrophone  had  made  a  360°  rotation. 
Referring  to  the  discussion  of  the  Bessel  function  in 
Chapter  2(C),  the  sensitivity  of  the  gradient  hydrophone 
could  be  calculated.  The  first  zero  value  of  the  Bessel 
function  J\   occurs  at  3.83  radians.   Again  referring  to 
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Figure  3.5,  at  255  Hz  and  1  volt  RMS  drive,  the  LC-10 
voltage  at  the  pressure  maximum  was  .023  volts.  The  J- 11 
drive  voltage/Pa  could  then  be  calculated  using: 

((lv  rms  J-ll  drive)  *  MLC  10(v/Pa)) 

VJ.11/Pa  = (eqn  4.1) 

max  LC-lO(v) 

where  MLC_^o  is  the  sensitivity  of  the  LC-10  hydrophone. 
This  datum  was  obtained  from  the  manufacturer. 

The  units  of  acousto-optical  sensitivity,  M0r>tic 
are  in  rad/Pa.  In  this  case  the  Vj.^/Pa  =  2.00  mv/Pa.  The 
sensitivity  of  the  fiber  optic  hydrophone  was  calculated 
using: 


M 


optic  =  (3-83  (rad)  *  2-°°(mv/Pa))  /  Vj.1]L(mv)  (eqn  4.2) 


Figure  4.1  shows  the  directional  sensitivity  of  the  dipped 
hydrophone  with  the  angle  of  maximum  sensitivity  marked. 

2 .  Experimental  Procedure  at  558  Hz 

Referring  again  to  figure  3.5,  at  558  Hz,  there  is 
not  a  large  enough  region  of  constant  gradient  to  accomodate 
the  10  cm  hydrophone.  Hence,  the  sensor  was  placed  at  the 
standing  wave  pressure  minimum,  22.5  cm.  This  placed  each 
individual  sensor  in  a  region  of  maximum  pressure  gradient. 
The  data  was  taken  in  the  same  manner  as  in  the  255  Hz  test. 
Again  referring  to  Figure  3.5,  at  558  Hz  and  1  volt  RMS 
drive,  the  LC-10  voltage  at  the  pressure  maximum  is  4.58  x 
10"3  volts.  In  this  case  the  VJ.11/Pa  =  11.2  mv/Pa.  The 
J-ll  voltage  was  recorded  at  the  fundamental  minimum  and  the 
sensitivity  was  then  calculated  using  equation  4.2.  Figure 
4.2  shows  the  resulting  sensitivities. 

3 .  Single  Coil  and  Temperature  Sensitivities 

The  sensitivities  at  255  Hz  and  558  Hz  for  the 
dipped  gradient  hydrophone  shown  in  Figures  4.1  and  4.2  were 
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Figure  4. 1 


Directional  Sensitivity  of  Dipped  Hydrophone 
at  255  Hz. 
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not  as  expected.  Single  coil  and  temperature  sensitivity 
tests  were  done  to  provide  additional  information  about  the 
sensor  to  resolve  this  mystery. 

The  sensitivity  of  each  individual  coil  was  deter- 
mined by  placing  a  single  coil  in  the  calibrator  with  the 
other  coil  remaining  just  above  the  water-air  interface.  As 
depicted  in  Figure  4.3,  this  places  the  submerged  coil  at  a 
depth  of  approximately  7  cm.  The  acoustic  center  of  the 
reference  LC-10  hydrophone  was  placed  at  7  cm  as  well.  As 
in  the  255  Hz  case,  the  fundamental  Bessel  function  was 
driven  to  a  minimum,  the  LC-10  voltage  recorded,  and  the 
sensitivity  calculated.  The  hydrophone  was  then  turned  180° 
and  the  other  coil's  sensitivity  was  measured. 

The  water  in  the  calibrator  was  then  cooled  7.2°  C 
and  the  single  coil  sensitivities  measured.  Table  IV 
provides  the  results  of  the  two  tests.  The  system  is  very 
temperature  dependent. 

These  results  explain  the  two  directional  sensi- 
tivity plots  in  Figures  4.1  and  4.2.  Referring  to  Chapter 
2(A,2),  in  a  standing  wave  field,  an  unbalanced  hydrophone 
will  produce  a  directional  sensitivity  pattern  of  a  cardioid 
at  a  specific  frequency.  For  a  ratio  of  2.82,  Figure  4.4 
depicts  the  theoretical  patterns  at  255  Hz  and  558  Hz. 

The  non-closures  of  the  two  outputs  can  be  explained 
by  the  temperature  dependence.  Each  3  60°  run  takes  approxi- 
mately 2-3  hours  to  complete.  With  MacDonald  [Ref.  14], 
this  same  setup  was  computer  controlled  and  took  approxi- 
mately 15  minutes  for  each  run.  The  difference  is  due  to 
the  stability  of  the  new  system.  Approximately  five  minutes 
after  the  hydrophone  is  immersed  in  the  calibrator  tube,  the 
non-acoustic  portions  of  the  electric  field  vectors  stabi- 
lize and  do  not  move  relative  to  each  other  so  that  there  is 
no  variation  of  the  static  phase  \j/q  .  If  the  static  phase, 
\j/q,  stagnates  the  photodete'ctor  current  cannot  achieve  all 
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Figure  4.2 


Directional  Sensitivity  of  Dipped  Hydrophone 
at  558  Hz. 
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Figure  4.3    Single  Coil  Sensitivity  Experimental  Setup, 


TABLE  IV  • 

SINGLE  COIL  AND  TEMPERATURE  SENSITIVITIES 
OF  DIPPED  HYDROPHONES 


* 
* 
* 

Temperature  17 

,2°C 

* 
* 
* 

Temperature  10 

.0°  C 

Freq 
(Hzf 

Coil#l   Coil#2 
(r ad/Pa) 

Ratio 

Coil#l   Coil#2 
(r ad/Pa) 

Ratio 

255 

* 

.205     .072 

2.86 

* 

1.09     .142 

7.67 

558 

* 

.214     .077 

2.78 

* 

.990     .137 

7.23 

of  the  possible  values  available  in  equation  2.16,  and  accu- 
rate determination  of  the  acoustic  field  necessary  to  drive 
the  J^  Bessel  function  to  zero  may  not  be  obtainable. 

A  full  sweep  of  the  static  phase  factor,  \j/q,  given 
in  equation  2.16  is  needed  to  determine  the  acoustic  ampli- 
tude which  minimizes  the  fundamental  Ji  Bessel  functon 
output.  Physically  touching  the  coils,  stirring  the  water, 
or  applying  a  heating  device  to  the  water  were  techniques 
used  to  keep  the  modulation  rate  moving.  Using  the  heating 
device  occasionally  during  the  run  increased  the  temperature 
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180  deg 
SENSITIVITY  RATIO  =  2.78 


Figure  4.4    Theoretical  Sensitivity  Patterns 
of  Dipped  Hydrophone. 

in  the  water  and  thus  modified  the  sensitivity  and  sensi- 
tivity ratio  of  the  hydrophone.  This  is  particularly 
noticeable  in  the  case  of  558  Hz.  With  the  sensor  22.5  cm 
below  the  surface,  directing  the  heat  at  the  surface  did  not 
have  much  effect  as  compared  to  the  10  cm  depth  at  255  Hz. 
Stirring  the  water  to  move  any  thermal  gradients  and 
reaching  into  the  calibrator  to  grasp  the  sensor  did  not 
work  well  either.  Therefore,  at  approximately  250°  the 
heating  device  was  turned  on  for  5-10  minutes  to  heat  the 
outside  of  the  calibrator  at  the  depth  of  the  sensor.  This 
sharply  increased  the  static  phase  modulation  rate  and  the 
rest  of  the  experimental  run  progressed  smoothly  and 
quickly.  However,  the  increase  in  temperature  decreased  the 
sensitivity  of  the  sensor  and  the  consequence  is  quite 
noticeable. 

B.   UNDIPPED  HYDROPHONE 

The  results  of  the  temperature  test  suggested  that  the 
Plasti -Dipped  rubber  compound  was  having  a  pronounced  effect 
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on  the  hydrophone.  The  second  system  was  not  dipped  and  the 
single  coil  and  temperature  sensitivities  were  measured 
first.  The  procedure  used  in  these  tests  was  the  same  as 
for   the   dipped  hydrophone   and  Table   V   summarizes   the 


results. 


TABLE  V 

SINGLE  COIL  AND  TEMPERATURE  SENSITIVITIES 
OF  UNDIPPED  HYDROPHONE 


Temperature  17.8°C  Temperature  12.3°  C 


Freq 
(HzT 

* 
* 
* 

Coil#l 
( ra< 

Coil#2 
d/Pa) 

Ratio 

* 
* 
* 
* 

Coil#l   Coil#2 
(r ad/Pa) 

Ratio 

125 

* 

•k 

.705 

.705 

1.00 

* 

258 

* 
* 

.705 

.613 

1.15 

* 
* 

.718     .769 

0.93 

532 

* 

.559 

.545 

1.03 

* 

.656     .683 

0.96 

The  sensor  was  then  placed  at  10  cm  (258Hz)  and  22.5  cm 
(532  Hz)  and  the  gradient  hydrophone  sensitivities  were 
measured.  All  computations  were  done  in  the  same  format  as 
the  dipped  hydrophone.  An  additional  125  Hz  test  was  also 
included.  The  125  Hz  test  had  the  hydrophone  placed  at  25 
cm  (see  Figure  3.5).  Figures  4.5,  4.6,  and  4.7  provide  the 
theoretical  and  measured  directional  sensitivities  of  the 
undipped  gradient  hydrophone  at  125  Hz,  258  Hz,  and  532  Hz 
respectively.  The  approximately  10%  difference  between  the 
two  coils  accounts  for  one  loop  being  larger  than  the  other 
and  the  minimums  at  90°  and  270°  not  fully  going  to  zero. 

The  non-closures  for  258  Hz  and  532  Hz  is  believed  to  be 
due  to  temperature  sensitivities  which  are  much  weaker  than 
the  Plasi-Dip  units.  In  the  case  of  532  Hz  the  laser's 
internal  photodetector  displayed  0.248  mamps  at  the  begin- 
ning of  the  run  and  0.241  mamps  when  the  experiment  was 
finished  2.25  hours  later. 
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Figure    4.5         Theoretical    and  Measured   Sensitivities 
of   Undipped  Hydrophone    at    125   Hz. 
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Figure  4.6    Theoretical  and  Measured  Sensitivities 
of  Undipped  Hydrophone  at  258  Hz. 
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Figure  4.7    Theoretical  and  Measured  Sensitivities 
of  Undipped  Hydrophone  at  532  Hz. 
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V.  CONCLUSIONS 

A.   SUMMARY  OF  RESULTS 

Gradient  sensor  sensitivity  can  be  calculated  directly 
from  the  single  coil  sensitivity  using  equations  5.1  and 
5.2. 

A<D  =  (Mx  +  M2)PQKd/2  (eqn  5.1) 


gradient  =  AO/P0  =  (»i  +  M2)7cfd/c       (eqn  5.2) 

where  Pq  is  the  pressure  at  the  first  maximum.  Table  VI 
compares  the  maximum  gradient  sensor  sensitivities  as  calcu- 
lated from  the  single  coil  sensitivities  with  those  actually 
measured. 

The  results  of  Table  VI  show  the  single  coil  sensitivi- 
ties to  be  relatively  frequency  independent  with  an  average 
sensitivity  of  .64  ±  .08  rad/Pa.  Except  for  258  Hz,  the 
gradient  hydrophone  sensitivities  show  proper  frequency 
dependence,  unlike  the  results  of  Cuomo  [Ref.  21]. 

In  order  to  compare  the  above  results  with  those  of 
MacDonald  [Ref.  14],  who  used  Stycast  1266  expoy  mandrels, 
the  material  characteristics  of  the  Teflon  mandrels  were 
analyzed.  From  the  definition  of  the  bulk  modulus,  B  = 
AP/(AV/V),  we  can  imply  equations  5.3  and  5.4. 

AV/V  =  AP/B  =  3AL/L  (eqn  5.3) 


AL/LAP  =  1/3B  =  (3B)"1  (eqn  5.4) 
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TABLE  VI 
GRADIENT  SENSOR  SENSITIVITIES 


17.2    de 

9    c 

Theoret i c  a  1 
Gr ad i en t 

Me  asured 
Gr  ad i ent 

Me  as  . 

Freq 

Co i 1     *l 

Coi 1     »2 

Hz 

rsd/Ps 

rsd/Pa 

r ad/Pa 

r ad/Pa 

Gr  ad  . 

125 

.  705 

.  70S 

.  192 

.  163 

.85 

258 

.6  13 

.705 

.370 

.  192 

.52 

532 

.545 

.559 

.739 

.692 

.94 

Using  the  value  of  B  =  2.78  x  10y  Pa  [Ref.  19]  from  equation 


5.4,  AL/L  =  1.2  x  10 
-9 


10 


m/Pa 


For  20  meters  of  fiber,  AL  = 


m 


2.4  x  10  m/Pa.  For  single  mode  fiber  at  a  wavelength,  X  = 
847.1  run,  and  a  refractive  index  of  1.48,  the  wavelength  of 
glass,  X.g]_ass/  is  given  by  equation  5.5. 

^qlass  =  t847-1  x  10'9)/1.48  =  5.72  x  10'7 
y  o 

=  5724  A 

Hence  the  sensitivity  should  be: 

Mteflon  =  AO/AP  =  27iAL/Xglass 
=  2. 6  x  10"2  rad/Pa 


( eqn  5.5) 


( eqn  5.5) 


Comparing  the  measured  average  sensitivity  of  the  single 
coils  (.64  rad/Pa)  to  M-teflon  (-026  rad/Pa)  using  the  bulk 

Q 

modulus  =  2.78  x  10   Pa  given  by  Hughes  and  Jarzynski 
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[Ref.  19],  it  is  noted  that  the  measured  sensitivities  are 
25  greater  than  predicted.  An  explanation  of  this  result 
has  not  yet  been  determined.  In  MacDonald  [Ref.  14:  pp. 
90-94],  the  calculated  theoretical  sensitivity  for  the 
Mach-Zehnder  configuration  using  Stycast  1266  mandrels  with 
10  meters  of  fiber  was  10.1  x  10  rad/Pa  and  a  sensitivity 
of  11.1  ±.6  x  10    rad/Pa  was  measured. 

Using  the  demodulation  technique  in  Mills,  [Ref.  13:  pp. 
94-95],  one  can  make  a  comparison  to  the  USRD  type  G63  stan- 
dard pressure  gradient  hydrophone.  Referring  to  Figure  2.7, 
at  the  minimum  of  the  fundamental,  the  sensitivity  of  the 
piezoelectric  phase  shifter  is  (1.18  v)/(3.83  rad)  =  308 
mv/rad.  Extrapolating  to  100  Hz,  the  theoretical  gradient 
sensitivity  is  calculated  to  be  0.132  Rad/Pa  and  M  (100  Hz) 
=  (.132  rad/Pa) (308  mv/rad)  =  41  mv/Pa.  At  100  Hz,  the  USRD 
type  G63  sensitivity  is  .28  mv/Pa  [Ref.  20].  This  would 
suggest  a  43  dB  sensitivity  advantage.  At  this  point,  the 
demodulation  sensitivity  could  be  made  almost  any  value, 
just  as  the  gain  of  the  internal  pre-amplif ier  in  the  G63 
could  be  changed,  and  the  true  comparison  of  the  two  hydro- 
phones would  have  to  include  other  considerations  such  as 
noise  floor  or  total  system  compatibility  factors  such  as 
supply  power,  output  impedance,  etc. 

B.   CONCLUSIONS 

The  Michelson  configuration  inherently  allows  for 
improvements  in  fiber  hydrophone  construction.  Because  this 
configuration  uses  only  one  coupler  and  between  one  and 
three  splices,  simplicity  of  fabrication  and  ruggedness  are 
enhanced  and  the  possibility  of  light  loss  due  to  mechanical 
error  is  greatly  reduced.  Additionally,  through  the  use  of 
partially  reflecting  ends,  the  Michelson  configuration 
effectively  doubles  the  fiber  length  thereby  doubling  the 
sensitivity  over  a  Mach-Zehnder  configuration. 
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In  a  standing  wave  field,  at  specific  wavelengths  and 
coil  spacings,  equal  sensitivities  in  a  gradient  hydrophone 
will  produce  a  directional  figure-eight  pattern.  If  the 
coils  are  slightly  unbalanced,  the  pattern  does  not  produce 
nulls  and  one  sensitivity  along  one  axis  will  be  larger  than 
the  other.  Large,  unequal  coil  sensitivities  can  cause  the 
sensitivity  pattern  to  become  a  cardioid.  This  is  not  the 
case  in  a  traveling  wave  field,  the  unbalanced  hydrophone 
will  become  omni -directional  and  not  cardioid. 

C.   RECOMMENDATIONS 

The  cause  of  the  factor  of  25  in  measured  sensitivity 
over  theoretical  calculations  must  be  determined  and  actual 
sea  trials  be  performed  to  test  the  system  in  a  real  world 
environment.  A  demodulation  scheme  is  needed  which  will 
readily  produce  the  desired  output.  Although  drawbacks 
(such  as  imbalancing)  exist,  the  Michelson  fiber  optic 
hydrophone  is  the  optimum  pressure  gradient  device. 
Directional  hydrophone  designs  based  on  accelerometers  and 
velocimeters  in  neutrally  buoyant  cases  which  will  provide  a 
better  impedance  match  to  the  water  should  be  pursued. 
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